Standart Operating Procedure For SOLARIS 150 RTP System

1. Turn on the chiller in G134 by rotating the switch and pressing the power button on display.

2. Open the system from the MAIN POWER switch.
3. Turn on the computer, click “USER” account and start “SOLARIS 3.7 START”

4. Click “START RTP PROCESS”
5. If you already have a recipe and you just want to run it click “RUN PROCESSES”. If you want to create a new recipe or edit your recipe, get in contact with cleanroom specialists. Please do not change any options or recipe without permission.

6. Select the recipe you need and then click “START PROCESS”.

7. When the recipe is finished click “NEXT WAFER”.

8. If you are done with the system click “RETURN TO MENU”, click “EXIT TO START PAGE” and then “EXIT TO WINDOWS” to close application.

9. Shut down the computer.

10. Shut down the system from the MAIN POWER switch.

11. Turn off the chiller.

12. Fill the logbook.